A gait analysis system in clinical practice.
A gait analysis system using a transduced walkway, monitored by microcomputer to measure the time and distance factors of gait, has been in regular clinical use for over two and a half years. The results are easy to understand and have provided objective data which has been found useful in a number of clinical situations. Some of the ways in which the system has been used are described.